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are used in the diagnosis and treat-
ment of antimony poisoning.

(b) Classification. Class I.

§ 862.3120 Arsenic test system.
(a) Identification. An arsenic test sys-

tem is a device intended to measure ar-
senic, a poisonous heavy metal, in
urine, vomitus, stomach contents,
nails, hair, and blood. Measurements
obtained by this device are used in the
diagnosis and treatment of arsenic poi-
soning.

(b) Classification. Class I.

§ 862.3150 Barbiturate test system.
(a) Identification. A barbiturate test

system is a device intended to measure
barbiturates, a class of hypnotic and
sedative drugs, in serum, urine, and
gastric contents. Measurements ob-
tained by this device are used in the di-
agnosis and treatment of barbiturate
use or overdose and in monitoring lev-
els of barbiturate to ensure appropriate
therapy.

(b) Classification. Class II.

§ 862.3170 Benzodiazepine test system.
(a) Identification. A benzodiazepine

test system is a device intended to
measure any of the benzodiazepine
compounds, sedative and hypnotic
drugs, in blood, plasma, and urine. The
benzodiazepine compounds include
chlordiazepoxide, diazepam, oxazepam,
chlorzepate, flurazepam, and
nitrazepam. Measurements obtained by
this device are used in the diagnosis
and treatment of benzodiazepine use or
overdose and in monitoring levels of
benzodiazepines to ensure appropriate
therapy.

(b) Classification. Class II.

§ 862.3200 Clinical toxicology cali-
brator.

(a) Identification. A clinical toxi-
cology calibrator is a device intended
for medical purposes for use in a test
system to establish points of reference
that are used in the determination of
values in the measurement of sub-
stances in human specimens. A clinical
toxicology calibrator can be a mixture
of drugs or a specific material for a
particular drug (e.g., ethanol, lido-
caine, etc.). (See also § 862.2 in this
part.)

(b) Classification. Class II.

§ 862.3220 Carbon monoxide test sys-
tem.

(a) Identification. A carbon monoxide
test system is a device intended to
measure carbon monoxide or
carboxyhemoglobin (carbon monoxide
bound to the hemoglobin in the blood)
in blood. Measurements obtained by
this device are used in the diagnosis
and treatment of or confirmation of
carbon monoxide poisoning.

(b) Classification. Class I.

§ 862.3240 Cholinesterase test system.

(a) Identification. A cholinesterase
test system is a device intended to
measure cholinesterase (an enzyme
that catalyzes the hydrolysis of
acetylcholine to choline) in human
specimens. There are two principal
types of cholinesterase in human tis-
sues. True cholinesterase is present at
nerve endings and in erythrocytes (red
blood cells) but is not present in plas-
ma. Pseudo cholinesterase is present in
plasma and liver but is not present in
erythrocytes. Measurements obtained
by this device are used in the diagnosis
and treatment of cholinesterase inhibi-
tion disorders (e.g., insecticide poi-
soning and succinylcholine poisoning).

(b) Classification. Class I.

§ 862.3250 Cocaine and cocaine me-
tabolite test system.

(a) Identification. A cocaine and co-
caine metabolite test system is a de-
vice intended to measure cocaine and a
cocaine metabolite (benzoylecgonine)
in serum, plasma, and urine. Measure-
ments obtained by this device are used
in the diagnosis and treatment of co-
caine use or overdose.

(b) Classification. Class II.

§ 862.3270 Codeine test system.

(a) Identification. A codeine test sys-
tem is a device intended to measure co-
deine (a narcotic pain-relieving drug)
in serum and urine. Measurements ob-
tained by this device are used in the di-
agnosis and treatment of codeine use
or overdose and in monitoring levels of
codeine to ensure appropriate therapy.

(b) Classification. Class II.
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